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Many accidents and complications may occur intraoperatively and postoperatively. Herein, we present an intraoperative 


accident of a missing yellowish silk strip, which was sucked out by a hook cautery and suction probe during laparoscopic 
radical cystectomy and bilateral nephroureterectomy. [J Chin Med Assoc 2007;70(8):350-351] 
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Introduction 


Laparoscopic surgery is not only used in obstetrics and 
gynecology,!? but also in urology. Invasive urothelial 
carcinoma can be treated with radical cystectomy with 
an open method? or a laparoscopic method.* Many 
accidents and complications may occur intraopera- 
tively and postoperatively.>° Some accidents, though 
we would never have imagined them, just happen. 
Herein, we present an intraoperative accident of 
a missing yellowish silk strip, which was sucked out by 
a hook cautery and suction probe during laparoscopic 
radical cystectomy and bilateral nephroureterectomy. 


Case Report 


A 76-year-old female had suffered from end-stage 
renal disease with hemodialysis for 1 year. She also 
had congestive heart failure, acute pulmonary edema, 
hypertension, and bilateral hip joint arthritis status 
post bilateral total hip replacement. Owing to gross 
hematuria noted recently, she came to our outpatient 
department for help. Urine routine showed red blood 
cells 3+/high powered field (HPF) and white blood 
cells 2+/HPF. Sonography showed a big heteroge- 
neous echoic mass lesion measuring 6.9 x 3.8 cm in the 
urinary bladder. Cystoscopy showed a huge bladder 


tumor over the trigone and right lateral wall. Pathology 
of the bladder tumor biopsy revealed papillary urothe- 
lial carcinoma, high grade. Bone scan showed no bony 
metastasis. The bladder condition could not be well 
evaluated by computed tomography due to severe 
artifacts induced by the bilateral total hip replacement 
implants. 

Due to gross hematuria again on May 31, 2004, 
the patient presented to our emergency room for 
help. Physical examination showed nothing particular 
except no vagina and only a valve-like structure over 
the perineal area. Agenesis of Miillerian duct was sus- 
pected by the gynecologist. Transurethral resection of 
the bladder tumor was performed, and pathology 
showed invasive papillary urothelial carcinoma, high 
grade, pT1. Thereafter, the patient received laparo- 
scopic radical cystectomy and bilateral nephroureterec- 
tomy on June 24, 2004. The operative findings were 
a tumor mass over the right lateral wall and trigone of 
the urinary bladder near the bladder neck, no uterine 
and vagina development, bilateral intact ovaries and 
bilateral atrophic kidneys. During the operation, a 
yellowish silk strip (3 x 170 mm) was used to loop the 
ureter. However, the yellowish silk strip disappeared 
30 minutes later. Due to its radiolucent character,’ we 
did not use portable X-ray to search for the missing 
yellowish silk strip. We searched the peritoneal cavity 
for 60 minutes but in vain, so we decided to continue 
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Figure 1. (A) The yellowish silk strip. (B) The yellowish silk strip, 
hook cautery and suction probe device. 


with the operation. At the end of the operation, we 
tried our best again to find the silk strip. We reviewed 
the operative video record and searched the peritoneal 
cavity again laparoscopically. Then we extended the 
lower abdomen mini-laparotomy wound, which was 
used to remove the whole specimen and check the 
entire potential intraperitoneal space. We spent 2 hours 
searching, but nothing could be found. Finally, the 
silk strip was found in the suction bottle. The yellow- 
ish silk strip had been sucked out by the hook cautery 
and suction probe (Endopath Electrosurgery Probe 
Plus II; Ethicon Endo-Surgery Inc.) (Figure 1). The 
operative time was 15 hours and 55 minutes, including 
the time taken to search for the strip. Unfortunately, 
extrapyramidal syndrome (EPS) occurred on the sec- 
ond postoperative day after operation. After biperiden 
treatment, EPS improved, but delirium occurred there- 
after. After stopping biperiden and estazolam use, the 
patient recovered uneventfully. The final pathology 
report showed an invasive urothelial carcinoma of 
the urinary bladder, high grade, pT2a. Thereafter, the 
patient was followed-up at our outpatient department, 
and no recurrence has been noted till now. 


Discussion 
This accident of a silk strip being sucked out by a 
hook cautery and suction probe during laparoscopic 


surgery is the first such case reported. Though the 
diameter of the hook cautery and suction probe was 
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A missing silk strip during laparoscopic surgery 


only 5mm, the yellowish silk strip was sucked out. 
Since then, we always fix the silk strip with endoclips 
when we use it for looping the ureter, and no further 
similar accidents have occurred. Tracing back the 
operative video record, we found some reasons for 
why we did not notice the accident immediately. The 
first one was that the yellowish silk strip was difficult 
to distinguish from the surrounding tissue and blood 
when the yellowish silk strip was soaked with blood. 
The second reason was that we had not fixed the 2 
ends of the silk strip with any instrument. The third 
reason was that when the strip was sucked, the strip 
was immersed in blood and no one noticed. The 
small diameter, <5 mm, of the suction probe channel, 
the hook probe inside the already narrow channel, and 
the relatively long yellowish silk strip, 3x 170mm, 
made us think that the strip would be impossible to 
be sucked out without our noticing. So we did not 
check the suction bottle immediately when the yel- 
lowish strip was missing. Because silk is a radiolucent 
material,’ we did not use portable X-ray to search for 
the missing silk strip. The most probable location of 
the missing silk strip was in the abdominal cavity, so 
we spent a lot of time searching for it in the abdominal 
cavity. The methods by which this type of accident may 
be prevented are to use silk strips with a radio-opaque 
mark or vessel loops to loop the ureter and fix the ends 
with endoclips. By these means, we have not subse- 
quently lost any silk strips during laparoscopic surgery. 
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